Reference 66

WEST VERMONT SITE
SPEEDWAY, MARION COUNTY, INDIANA
DATA VALIDATION REPORT

Date: January 16, 2014

Laboratory: Pace Analytical Services, Inc. (Pace), Indianapolis, Indiana

Laboratory Project #: 5091443

Data Validation Performed By: Lisa Graczyk, Weston Solutions, Inc. (WESTON®) Superfund
Technical Assessment and Response Team (START)

Weston Analytical TDD/Work Order #: S05-0001-1306-013/20405.016.001.2190.00

This data validation report has been prepared by WESTON START under the START 11l Region V
contract. This report documents the data validation for 10 groundwater samples plus 1 trip blank
collected for the West Vermont Site that were analyzed for the following parameters and methods.

e Volatile Organic Compounds (VOC) by SW-846 Method 8260
e Dissolved Gases (Methane, Ethane, and Ethene) by RSK-175

A level Il data package was requested from Pace. The data validation was conducted in general
accordance with the U.S. Environmental Protection Agency “Contract Laboratory Program National
Functional Guidance for Superfund Organic Methods Data Review” dated June 2008. The Attachment
contains the results summary sheets with the hand-written qualifiers applied during data validation.

VOCs BY EPA SW-846 METHOD 8260

1. Samples

The following table summarizes the samples for which this data validation is being conducted.
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Date Date

Samples Lab ID Matrix | Collected Analyzed

WVS-TripBlank1-121613 5091443001 Water | 12/16/2013 | 12/27/2013
WVS-MWWES-05A-121613-GW 5091443002 Water | 12/16/2013 | 12/27/2013
WVS-MWWES-05B-121613-GW 5091443003 Water | 12/16/2013 | 12/27/2013
WVS-MWWES-05C-121613-GW 5091443004 Water | 12/16/2013 | 12/27/2013
WVS-MWWES-02A-121713-GW 5091443005 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-02BA-121713-GW | 5091443006 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-02C-121713-GW 5091443007 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-01A-121713-GW 5091443008 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-01B-121713-GW 5091443009 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-01C-121713-GW 5091443010 Water | 12/17/2013 | 12/27/2013
WVS-MWWES-DUP1-121713-GW | 5091443011 Water | 12/17/2013 | 12/27/2013
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2.

Holding Times

The samples were analyzed within the required holding time limit of 14 days from sample
collection.

Blanks

Method blanks and s trip blank were analyzed with the VOC analyses and were free of target
compound contamination above the reporting limit.

Surrogate Recovery Results

The surrogate recoveries were within the laboratory established quality control (QC) limits.

Laboratory Control Sample (LCS) Results

The LCS recoveries were within laboratory QC limits except for as follows. One compound was
detected three percent below the QC limit. No qualifications were applied for this minor
discrepancy.

Matrix Spike (MS) and Matrix Spike Duplicate (MSD) Results

A site-specific MS and MSD were analyzed. The percent recoveries and relative percent
differences (RPD) were within QC limits except for as follows. One RPD was above the QC
limit; however, this compound was not detected in the samples and no qualifications were
warranted.

Field Duplicate Results

Sample WVS-MWWES-DUP1-121713-GW is a field duplicate of sample WVS-MWWES-01B-
121713. Only vinyl chloride was detected in the two samples. The RPD was calculated to be 7
percent which is acceptable.

Overall Assessment

The VOC data are acceptable for use based on the information received.
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METHANE, ETHANE, AND ETHENE BY RSK-175

1. Samples

Reference 66

The following table summarizes the samples for which this data validation is being conducted.

Date Date

Samples Lab ID Matrix | Collected Analyzed

WVS-MWWES-05A-121613-GW 5091443002 Water | 12/16/2013 | 12/19/2013
WVS-MWWES-05B-121613-GW 5091443003 Water | 12/16/2013 | 12/19/2013
WVS-MWWES-05C-121613-GW 5091443004 Water | 12/16/2013 | 12/19/2013
WVS-MWWES-02A-121713-GW 5091443005 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-02BA-121713-GW | 5091443006 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-02C-121713-GW 5091443007 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-01A-121713-GW 5091443008 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-01B-121713-GW 5091443009 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-01C-121713-GW 5091443010 Water | 12/17/2013 | 12/19/2013
WVS-MWWES-DUP1-121713-GW | 5091443011 Water | 12/17/2013 | 12/19/2013

2. Holding Times

The samples were analyzed within the required holding time limit of 14 days from sample

collection.

3. Blanks

Method blanks were analyzed with the dissolved gas analyses and were free of target compound

contamination above the reporting limit.

4. LCS Results

The LCS recoveries were within laboratory QC limits.

5. Field Duplicate Results

Sample WVS-MWWES-DUP1-121713-GW is a field duplicate of sample WVS-MWWES-01B-

121713. There was no detected of dissolved gases in the two samples indicating good
correlation between the two samples.

Page 3
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6. Overall Assessment

The dissolved gas data are acceptable for use based on the information received.
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ATTACHMENT

PACE ANALYTICAL SERVICES, INC.
RESULTS SUMMARY



Pace Analy&gj\%%‘ ce 6QC6 Anal)Raggs,a:.

A I [ l® Not NELAP Accredited 7726 Moller Road
ace na _thca 1233 Dublin Road Indianapolis, IN 46268
www.pacelabs.com Columbus, OH 43215 (317)228-3100

(614)486-5421

December 27, 2013

Ms. Lisa Graczyk

Weston Solutions, Inc. / Dynamac
20 North Wacker Drive

Suite 1210

Chicago, IL 60606

RE: Project: West Vermont Street
Pace Project No.: 5091443

Dear Ms. Graczyk:

Enclosed are the analytical results for sample(s) received by the laboratory on December 17, 2013.
The results relate only to the samples included in this report. Results reported herein conform to the
most current TNI standards and the laboratory's Quality Assurance Manual, where applicable, unless
otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Tina Sayer for

Kenneth Hunt
kenneth.hunt@pacelabs.com
Project Manager

Enclosures

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.. Page 1 of 36
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www.pacelabs.com Columbus, OH 43215 (317)228-3100

(614)486-5421

CERTIFICATIONS

Project: West Vermont Street
Pace Project No.: 5091443

Indiana Certification IDs

7726 Moller Road, Indianapolis, IN 46268 Louisiana/NELAC Certification #: 04076
lllinois Certification #: 200074 Ohio VAP Certification #: 101170-0
Indiana Certification #: C-49-06 Pennsylvania Certification #: 68-04991
Kansas Certification #: E-10247 West Virginia Certification #: 330

Kentucky Certification #: 0042

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc.. Page 2 of 36
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Pace Analy&gj\%%‘ ce 6QC6 Analyﬂﬁggs,&.

Not NELAP Accredited

1233 Dublin Road

Columbus, OH 43215

SAMPLE SUMMARY

West Vermont Street

(614)486-5421

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Lab ID

Date Collected

Date Received

5091443001
5091443002
5091443003
5091443004
5091443005
5091443006
5091443007
5091443008
5091443009
5091443010
5091443011

5091443
Sample ID Matrix
WVS-Tripblank1-121613 Water
WVS-MWWES-05A-121613-GW Water
WVS-MWWES-05B-121613-GW Water
WVS-MWWES-05C-121613-GW Water
WVS-MWWES-02A-121713-GW Water
WVS-MWWES-02B-121713-GW Water
WVS-MWWES-02C-121713-GW Water
WVS-MWWES-01A-121713-GW Water
WVS-MWWES-01B-121713-GW Water
WVS-MWWES-01C-121713-GW Water
WVS-MWWES-DUP1-121713-GW Water

12/16/13 08:00
12/16/13 13:17
12/16/13 14:47
12/16/13 16:04
12/17/13 08:23
12/17/13 09:32
12/17/13 10:45
12/17/13 12:55
12/17/13 14:18
12/17/13 15:33
12/17/13 08:00

12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49
12/17/13 16:49

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, Inc..

Page 3 of 36
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Not NELAP Accredited

1233 Dublin Road

Columbus, OH 43215

SAMPLE ANALYTE COUNT

(614)486-5421

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Project: West Vermont Street
Pace Project No.: 5091443
Analytes
Lab ID Sample ID Method Analysts Reported
5091443001 WVS-Tripblank1-121613 EPA 8260 RSW 56
5091443002 WVS-MWWES-05A-121613-GW RSK 175 Modified PTH 3
EPA 8260 RSW 56
5091443003 WVS-MWWES-05B-121613-GW RSK 175 Modified PTH 3
EPA 8260 RSW 56
5091443004 WVS-MWWES-05C-121613-GW RSK 175 Modified PTH 3
EPA 8260 RSW 56
5091443005 WVS-MWWES-02A-121713-GW RSK 175 Modified PTH 3
EPA 8260 DAE, RSW 56
5091443006 WVS-MWWES-02B-121713-GW RSK 175 Modified PTH 3
EPA 8260 DAE, RSW 56
5091443007 WVS-MWWES-02C-121713-GW RSK 175 Modified PTH 3
EPA 8260 RSW 56
5091443008 WVS-MWWES-01A-121713-GW RSK 175 Modified PTH 3
EPA 8260 RSW 56
5091443009 WVS-MWWES-01B-121713-GW RSK 175 Modified PTH 3
EPA 8260 DAE, RSW 56
5091443010 WVS-MWWES-01C-121713-GW RSK 175 Modified PTH 3
EPA 8260 DAE, RSW 56
5091443011 WVS-MWWES-DUP1-121713-GW RSK 175 Modified PTH 3
EPA 8260 DAE, RSW 56

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 4 of 36
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Project:
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Pace Angfg\rcgncce 66 Pace Argya:ggncga:

ANALYTICAL RESULTS

West Vermont Street

Not NELAP Accredited

1233 Dublin Road

Columbus, OH 43215

(614)486-5421

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-Tripblank1-121613

Lab ID: 5091443001

Collected: 12/16/13 08:00 Received: 12/17/13 16:49 Matrix: Water

Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 02:26 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 02:26 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 02:26 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 02:26 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 02:26 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 02:26 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 02:26 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 02:26 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 02:26 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 02:26 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 02:26 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 02:26 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 02:26 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 02:26 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 02:26 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 02:26 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 02:26 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:26 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:26 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:26 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 02:26 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 02:26 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 02:26 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 02:26 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 02:26 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 02:26 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 02:26 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 02:26 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 02:26 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 02:26 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 02:26 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 02:26 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 02:26 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 02:26 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 02:26 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 02:26 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 02:26 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 02:26 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 02:26 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 02:26 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 02:26 127-18-4
Toluene ND ug/L 5.0 1 12/27/13 02:26 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 02:26 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 02:26 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 02:26 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 02:26 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 02:26 79-01-6

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

Project: West Vermont Street
Pace Project No.: 5091443

Sample: WVS-Tripblank1-121613 Lab ID: 5091443001 Collected: 12/16/13 08:00 Received: 12/17/13 16:49 Matrix: Water
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual
8260 MSV Analytical Method: EPA 8260
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 02:26 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 02:26 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 02:26 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 02:26 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 02:26 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 02:26 95-47-6
Surrogates
Dibromofluoromethane (S) 101 %. 79-116 1 12/27/13 02:26 1868-53-7
4-Bromofluorobenzene (S) 86 %. 80-114 1 12/27/13 02:26 460-00-4
Toluene-d8 (S) 91 %. 81-110 1 12/27/13 02:26 2037-26-5

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
Date: 12/27/2013 03:56 PM without the written consent of Pace Analytical Services, Inc.. Page 6 of 36
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Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-05A-121613-

Lab ID: 5091443002

Collected: 12/16/13 13:17 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 16:36 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 16:36 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 16:36 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 02:58 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 02:58 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 02:58 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 02:58 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 02:58 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 02:58 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 02:58 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 02:58 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 02:58 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 02:58 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 02:58 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 02:58 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 02:58 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 02:58 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 02:58 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 02:58 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 02:58 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:58 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:58 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 02:58 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 02:58 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 02:58 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 02:58 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 02:58 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 02:58 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 02:58 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 02:58 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 02:58 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 02:58 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 02:58 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 02:58 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 02:58 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 02:58 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 02:58 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 02:58 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 02:58 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 02:58 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 02:58 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 02:58 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 02:58 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 02:58 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-05A-121613-

Lab ID: 5091443002

Collected: 12/16/13 13:17 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 02:58 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 02:58 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 02:58 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 02:58 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 02:58 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 02:58 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 02:58 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 02:58 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 02:58 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 02:58 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 02:58 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 02:58 95-47-6
Surrogates
Dibromofluoromethane (S) 101 %. 79-116 1 12/27/13 02:58 1868-53-7
4-Bromofluorobenzene (S) 87 %. 80-114 1 12/27/13 02:58 460-00-4
Toluene-d8 (S) 91 %. 81-110 1 12/27/13 02:58 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-05B-121613-

Lab ID: 5091443003

Collected: 12/16/13 14:47 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 16:55 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 16:55 74-85-1 N2
Methane 32.7 ug/L 10.0 1 12/19/13 16:55 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 03:31 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 03:31 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 03:31 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 03:31 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 03:31 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 03:31 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 03:31 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 03:31 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 03:31 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 03:31 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 03:31 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 03:31 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 03:31 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 03:31 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 03:31 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 03:31 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 03:31 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 03:31 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 03:31 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 03:31 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 03:31 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 03:31 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 03:31 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 03:31 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 03:31 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 03:31 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 03:31 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 03:31 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 03:31 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 03:31 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 03:31 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 03:31 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 03:31 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 03:31 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 03:31 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 03:31 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 03:31 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 03:31 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 03:31 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 03:31 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 03:31 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:ggnc;a

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-05B-121613-

Lab ID: 5091443003

Collected: 12/16/13 14:47 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 03:31 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 03:31 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 03:31 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 03:31 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 03:31 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 03:31 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 03:31 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 03:31 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 03:31 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 03:31 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 03:31 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 03:31 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 03:31 1868-53-7
4-Bromofluorobenzene (S) 87 %. 80-114 1 12/27/13 03:31 460-00-4
Toluene-d8 (S) 92 %. 81-110 1 12/27/13 03:31 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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www.pacelabs.com

Project:
Pace Project No.:

Pace Angfgxrcgncce 66 Pace ArBya:ggnc;ﬁ

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-05C-121613-

Lab ID: 5091443004

Collected: 12/16/13 16:04 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:13 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:13 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:13 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 04:03 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 04:03 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 04:03 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 04:03 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 04:03 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 04:03 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 04:03 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 04:03 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 04:03 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 04:03 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 04:03 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 04:03 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 04:03 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 04:03 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 04:03 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 04:03 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 04:03 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 04:03 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 04:03 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 04:03 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 04:03 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:03 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:03 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 04:03 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 04:03 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 04:03 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 04:03 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 04:03 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 04:03 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 04:03 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 04:03 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 04:03 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 04:03 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 04:03 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 04:03 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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www.pacelabs.com

Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:gg/ic;,ZC.

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-05C-121613-

Lab ID: 5091443004

Collected: 12/16/13 16:04 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 04:03 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 04:03 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 04:03 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 04:03 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 04:03 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 04:03 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 04:03 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 04:03 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 04:03 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 04:03 95-47-6
Surrogates
Dibromofluoromethane (S) 102 %. 79-116 1 12/27/13 04:03 1868-53-7
4-Bromofluorobenzene (S) 88 %. 80-114 1 12/27/13 04:03 460-00-4
Toluene-d8 (S) 94 %. 81-110 1 12/27/13 04:03 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfgxrcgncce 66 Pace ArBya:ggnc;&

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-02A-121713-

Lab ID: 5091443005

Collected: 12/17/13 08:23 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:32 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:32 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:32 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 04:36 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 04:36 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 04:36 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 04:36 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 04:36 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 04:36 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 04:36 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 04:36 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 04:36 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 04:36 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 04:36 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 04:36 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 04:36 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 04:36 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 04:36 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 04:36 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 04:36 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 04:36 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 04:36 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 04:36 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 04:36 75-35-4
cis-1,2-Dichloroethene 12.7 ug/L 5.0 1 12/27/13 14:31 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:36 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 04:36 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:36 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:36 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 04:36 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 04:36 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 04:36 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 04:36 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 04:36 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 04:36 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 04:36 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 04:36 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 04:36 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 04:36 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 04:36 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 04:36 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:ggnc;a

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-02A-121713-

Lab ID: 5091443005

Collected: 12/17/13 08:23 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 04:36 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 04:36 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 04:36 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 04:36 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 04:36 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 04:36 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 04:36 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 04:36 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 04:36 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 04:36 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 04:36 1868-53-7
4-Bromofluorobenzene (S) 86 %. 80-114 1 12/27/13 04:36 460-00-4
Toluene-d8 (S) 91 %. 81-110 1 12/27/13 04:36 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

e nibfRrence 66....Page 20

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-02B-121713-

Lab ID: 5091443006

Collected: 12/17/13 09:32 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:51 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:51 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:51 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 05:09 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 05:09 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 05:09 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 05:09 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 05:09 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 05:09 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 05:09 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 05:09 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 05:09 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 05:09 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 05:09 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 05:09 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 05:09 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 05:09 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 05:09 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 05:09 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 05:09 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 05:09 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 05:09 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 05:09 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 05:09 75-35-4
cis-1,2-Dichloroethene 9.5 ug/L 5.0 1 12/27/13 13:58 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 05:09 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 05:09 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:09 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:09 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 05:09 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 05:09 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 05:09 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 05:09 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 05:09 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 05:09 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 05:09 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 05:09 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 05:09 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 05:09 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 05:09 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 05:09 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfgxrcgncce 66 Pace ArBya:ggnc;ﬁ

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-05C-121613-

Lab ID: 5091443004

Collected: 12/16/13 16:04 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:13 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:13 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:13 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 04:03 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 04:03 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 04:03 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 04:03 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 04:03 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 04:03 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 04:03 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 04:03 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 04:03 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 04:03 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 04:03 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 04:03 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 04:03 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 04:03 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 04:03 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 04:03 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 04:03 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 04:03 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 04:03 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 04:03 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:03 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 04:03 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:03 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:03 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 04:03 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 04:03 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 04:03 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 04:03 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 04:03 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 04:03 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 04:03 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 04:03 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 04:03 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 04:03 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 04:03 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 04:03 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:gg/ic;,ZC.

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-05C-121613-

Lab ID: 5091443004

Collected: 12/16/13 16:04 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 04:03 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:03 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 04:03 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 04:03 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 04:03 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 04:03 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 04:03 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 04:03 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 04:03 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 04:03 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 04:03 95-47-6
Surrogates
Dibromofluoromethane (S) 102 %. 79-116 1 12/27/13 04:03 1868-53-7
4-Bromofluorobenzene (S) 88 %. 80-114 1 12/27/13 04:03 460-00-4
Toluene-d8 (S) 94 %. 81-110 1 12/27/13 04:03 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..

Page 12 of 36



ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfgxrcgncce 66 Pace ArBya:ggnc;&

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-02A-121713-

Lab ID: 5091443005

Collected: 12/17/13 08:23 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:32 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:32 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:32 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 04:36 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 04:36 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 04:36 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 04:36 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 04:36 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 04:36 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 04:36 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 04:36 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 04:36 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 04:36 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 04:36 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 04:36 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 04:36 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 04:36 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 04:36 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 04:36 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 04:36 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 04:36 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 04:36 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 04:36 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 04:36 75-35-4
cis-1,2-Dichloroethene 12.7 ug/L 5.0 1 12/27/13 14:31 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 04:36 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 04:36 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:36 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 04:36 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 04:36 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 04:36 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 04:36 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 04:36 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 04:36 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 04:36 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 04:36 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 04:36 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 04:36 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 04:36 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 04:36 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 04:36 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:ggnc;a

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-02A-121713-

Lab ID: 5091443005

Collected: 12/17/13 08:23 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 04:36 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 04:36 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 04:36 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 04:36 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 04:36 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 04:36 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 04:36 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 04:36 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 04:36 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 04:36 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 04:36 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 04:36 1868-53-7
4-Bromofluorobenzene (S) 86 %. 80-114 1 12/27/13 04:36 460-00-4
Toluene-d8 (S) 91 %. 81-110 1 12/27/13 04:36 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project:
Pace Project No.:

e nibfRrence 66....Page 20

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-02B-121713-

Lab ID: 5091443006

Collected: 12/17/13 09:32 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 17:51 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 17:51 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 17:51 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 05:09 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 05:09 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 05:09 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 05:09 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 05:09 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 05:09 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 05:09 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 05:09 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 05:09 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 05:09 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 05:09 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 05:09 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 05:09 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 05:09 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 05:09 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 05:09 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 05:09 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 05:09 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 05:09 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 05:09 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 05:09 75-35-4
cis-1,2-Dichloroethene 9.5 ug/L 5.0 1 12/27/13 13:58 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 05:09 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 05:09 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:09 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:09 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 05:09 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 05:09 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 05:09 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 05:09 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 05:09 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 05:09 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 05:09 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 05:09 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 05:09 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 05:09 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 05:09 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 05:09 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project:
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e nibfOrence 66....Page 21.

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-02B-121713-

Lab ID: 5091443006

Collected: 12/17/13 09:32 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 05:09 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 05:09 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 05:09 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 05:09 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 05:09 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 05:09 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 05:09 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 05:09 76-13-1
Vinyl chloride 9.5 ug/L 2.0 1 12/27/13 13:58 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 05:09 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 05:09 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 05:09 1868-53-7
4-Bromofluorobenzene (S) 87 %. 80-114 1 12/27/13 05:09 460-00-4
Toluene-d8 (S) 91 %. 81-110 1 12/27/13 05:09 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Project:
Pace Project No.:

e nibefOrence 66....Page 22

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-02C-121713-

Lab ID: 5091443007

Collected: 12/17/13 10:45 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 18:09 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 18:09 74-85-1 N2
Methane 194 ug/L 10.0 1 12/19/13 18:09 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 05:42 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 05:42 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 05:42 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 05:42 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 05:42 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 05:42 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 05:42 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 05:42 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 05:42 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 05:42 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 05:42 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 05:42 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 05:42 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 05:42 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 05:42 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 05:42 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 05:42 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:42 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:42 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 05:42 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 05:42 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 05:42 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 05:42 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 05:42 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 05:42 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 05:42 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 05:42 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:42 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 05:42 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 05:42 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 05:42 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 05:42 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 05:42 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 05:42 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 05:42 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 05:42 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 05:42 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 05:42 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 05:42 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 05:42 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 05:42 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-02C-121713-

Lab ID: 5091443007

Collected: 12/17/13 10:45 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 05:42 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 05:42 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 05:42 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 05:42 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 05:42 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 05:42 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 05:42 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 05:42 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 05:42 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 05:42 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 05:42 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 05:42 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 05:42 1868-53-7
4-Bromofluorobenzene (S) 89 %. 80-114 1 12/27/13 05:42 460-00-4
Toluene-d8 (S) 93 %. 81-110 1 12/27/13 05:42 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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Not NELAP Accredited
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-01A-121713-

Lab ID: 5091443008

Collected: 12/17/13 12:55 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 19:24 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 19:24 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 19:24 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 06:15 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 06:15 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 06:15 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 06:15 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 06:15 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 06:15 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 06:15 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 06:15 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 06:15 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 06:15 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 06:15 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 06:15 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 06:15 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 06:15 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 06:15 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 06:15 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 06:15 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 06:15 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 06:15 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 06:15 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 06:15 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 06:15 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 06:15 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 06:15 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 06:15 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 06:15 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 06:15 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 06:15 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 06:15 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 06:15 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 06:15 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 06:15 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 06:15 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 06:15 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 06:15 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 06:15 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 06:15 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 06:15 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 06:15 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 06:15 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 06:15 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-01A-121713-

Lab ID: 5091443008

Collected: 12/17/13 12:55 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 06:15 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 06:15 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 06:15 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 06:15 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 06:15 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 06:15 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 06:15 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 06:15 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 06:15 76-13-1
Vinyl chloride ND ug/L 2.0 1 12/27/13 06:15 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 06:15 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 06:15 95-47-6
Surrogates
Dibromofluoromethane (S) 100 %. 79-116 1 12/27/13 06:15 1868-53-7
4-Bromofluorobenzene (S) 90 %. 80-114 1 12/27/13 06:15 460-00-4
Toluene-d8 (S) 92 %. 81-110 1 12/27/13 06:15 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

West Vermont Street
5091443
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Sample: WVS-MWWES-01B-121713-

Lab ID: 5091443009

Collected: 12/17/13 14:18 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 20:01 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 20:01 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 20:01 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 07:53 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 07:53 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 07:53 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 07:53 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 07:53 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 07:53 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 07:53 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 07:53 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 07:53 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 07:53 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 07:53 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 07:53 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 07:53 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 07:53 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 07:53 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 07:53 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 07:53 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 07:53 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 07:53 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 07:53 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 07:53 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 07:53 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 07:53 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 07:53 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 07:53 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 07:53 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 07:53 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 07:53 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 07:53 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 07:53 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 07:53 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 07:53 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 07:53 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 07:53 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 07:53 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 07:53 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 07:53 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 07:53 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 07:53 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 07:53 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 07:53 127-18-4

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
without the written consent of Pace Analytical Services, Inc..
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-01B-121713-

Lab ID: 5091443009

Collected: 12/17/13 14:18 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 07:53 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 07:53 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 07:53 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 07:53 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 07:53 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 07:53 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 07:53 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 07:53 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 07:53 76-13-1
Vinyl chloride 52.3 ug/L 2.0 1 12/27/13 14:48 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 07:53 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 07:53 95-47-6
Surrogates
Dibromofluoromethane (S) 101 %. 79-116 1 12/27/13 07:53 1868-53-7
4-Bromofluorobenzene (S) 88 %. 80-114 1 12/27/13 07:53 460-00-4
Toluene-d8 (S) 93 %. 81-110 1 12/27/13 07:53 2037-26-5

Date: 12/27/2013 03:56 PM

REPORT OF LABORATORY ANALYSIS

This report shall not be reproduced, except in full,
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Page 22 of 36



ace Analytical

www.pacelabs.com

Project:
Pace Project No.:

e nibefOrence 66.....Page 28

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS
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Sample: WVS-MWWES-01C-121713-

Lab ID: 5091443010

Collected: 12/17/13 15:33 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane 13.6 ug/L 10.0 1 12/19/13 20:20 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 20:20 74-85-1 N2
Methane 267 ug/L 10.0 1 12/19/13 20:20 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 08:26 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 08:26 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 08:26 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 08:26 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 08:26 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 08:26 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 08:26 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 08:26 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 08:26 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 08:26 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 08:26 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 08:26 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 08:26 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 08:26 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 08:26 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 08:26 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 08:26 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:26 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:26 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:26 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 08:26 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 08:26 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 08:26 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 08:26 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 08:26 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 08:26 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 08:26 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 08:26 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 08:26 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 08:26 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 08:26 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 08:26 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 08:26 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 08:26 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 08:26 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 08:26 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 08:26 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 08:26 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 08:26 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 08:26 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 08:26 127-18-4

Date: 12/27/2013 03:56 PM
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ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-01C-121713-

Lab ID: 5091443010

Collected: 12/17/13 15:33 Received: 12/17/13 16:49 Matrix: Water

GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 08:26 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 08:26 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 08:26 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 08:26 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 08:26 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 08:26 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 08:26 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 08:26 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 08:26 76-13-1
Vinyl chloride 24.7 ug/L 2.0 1 12/27/13 14:15 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 08:26 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 08:26 95-47-6
Surrogates
Dibromofluoromethane (S) 102 %. 79-116 1 12/27/13 08:26 1868-53-7
4-Bromofluorobenzene (S) 87 %. 80-114 1 12/27/13 08:26 460-00-4
Toluene-d8 (S) 92 %. 81-110 1 12/27/13 08:26 2037-26-5
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www.pacelabs.com

Project:
Pace Project No.:

Pace Angfgxrcgncce 66 Pace ArBya:ggncaa:

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Sample: WVS-MWWES-DUP1-

Lab ID: 5091443011

Collected: 12/17/13 08:00 Received: 12/17/13 16:49 Matrix: Water

121713-GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

RSK 175 Headspace Analytical Method: RSK 175 Modified
Ethane ND ug/L 10.0 1 12/19/13 20:38 74-84-0 N2
Ethene ND ug/L 10.0 1 12/19/13 20:38 74-85-1 N2
Methane ND ug/L 10.0 1 12/19/13 20:38 74-82-8 N2
8260 MSV Analytical Method: EPA 8260
Acetone ND ug/L 100 1 12/27/13 08:59 67-64-1
Benzene ND ug/L 5.0 1 12/27/13 08:59 71-43-2
Bromochloromethane ND ug/L 5.0 1 12/27/13 08:59 74-97-5
Bromodichloromethane ND ug/L 5.0 1 12/27/13 08:59 75-27-4
Bromoform ND ug/L 5.0 1 12/27/13 08:59 75-25-2
Bromomethane ND ug/L 5.0 1 12/27/13 08:59 74-83-9
2-Butanone (MEK) ND ug/L 25.0 1 12/27/13 08:59 78-93-3
Carbon disulfide ND ug/L 10.0 1 12/27/13 08:59 75-15-0
Carbon tetrachloride ND ug/L 5.0 1 12/27/13 08:59 56-23-5
Chlorobenzene ND ug/L 5.0 1 12/27/13 08:59 108-90-7
Chloroethane ND ug/L 5.0 1 12/27/13 08:59 75-00-3
Chloroform ND ug/L 5.0 1 12/27/13 08:59 67-66-3
Chloromethane ND ug/L 5.0 1 12/27/13 08:59 74-87-3
Cyclohexane ND ug/L 100 1 12/27/13 08:59 110-82-7 N2
1,2-Dibromo-3-chloropropane ND ug/L 10.0 1 12/27/13 08:59 96-12-8
Dibromochloromethane ND ug/L 5.0 1 12/27/13 08:59 124-48-1
1,2-Dibromoethane (EDB) ND ug/L 5.0 1 12/27/13 08:59 106-93-4
1,2-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:59 95-50-1
1,3-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:59 541-73-1
1,4-Dichlorobenzene ND ug/L 5.0 1 12/27/13 08:59 106-46-7
Dichlorodifluoromethane ND ug/L 5.0 1 12/27/13 08:59 75-71-8
1,1-Dichloroethane ND ug/L 5.0 1 12/27/13 08:59 75-34-3
1,2-Dichloroethane ND ug/L 5.0 1 12/27/13 08:59 107-06-2
1,1-Dichloroethene ND ug/L 5.0 1 12/27/13 08:59 75-35-4
cis-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 08:59 156-59-2
trans-1,2-Dichloroethene ND ug/L 5.0 1 12/27/13 08:59 156-60-5
1,2-Dichloropropane ND ug/L 5.0 1 12/27/13 08:59 78-87-5
cis-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 08:59 10061-01-5
trans-1,3-Dichloropropene ND ug/L 5.0 1 12/27/13 08:59 10061-02-6
1,4-Dioxane (p-Dioxane) ND ug/L 100 1 12/27/13 08:59 123-91-1 N2
Ethylbenzene ND ug/L 5.0 1 12/27/13 08:59 100-41-4
2-Hexanone ND ug/L 25.0 1 12/27/13 08:59 591-78-6
Isopropylbenzene (Cumene) ND ug/L 5.0 1 12/27/13 08:59 98-82-8
Methyl acetate ND ug/L 50.0 1 12/27/13 08:59 79-20-9 N2
Methylcyclohexane ND ug/L 50.0 1 12/27/13 08:59 108-87-2 N2
Methylene Chloride ND ug/L 5.0 1 12/27/13 08:59 75-09-2
4-Methyl-2-pentanone (MIBK) ND ug/L 25.0 1 12/27/13 08:59 108-10-1
Methyl-tert-butyl ether ND ug/L 4.0 1 12/27/13 08:59 1634-04-4
Styrene ND ug/L 5.0 1 12/27/13 08:59 100-42-5
1,1,2,2-Tetrachloroethane ND ug/L 5.0 1 12/27/13 08:59 79-34-5
Tetrachloroethene ND ug/L 5.0 1 12/27/13 08:59 127-18-4
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Project:
Pace Project No.:

Pace Angfg\rcgncce 66 Pace Argya:gg/ica, mc.

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

ANALYTICAL RESULTS

West Vermont Street
5091443

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Sample: WVS-MWWES-DUP1-

Lab ID: 5091443011

Collected: 12/17/13 08:00 Received: 12/17/13 16:49 Matrix: Water

121713-GW
Parameters Results Units Report Limit DF Prepared Analyzed CAS No. Qual

8260 MSV Analytical Method: EPA 8260
Toluene ND ug/L 5.0 1 12/27/13 08:59 108-88-3
1,2,3-Trichlorobenzene ND ug/L 5.0 1 12/27/13 08:59 87-61-6
1,2,4-Trichlorobenzene ND ug/L 5.0 1 12/27/13 08:59 120-82-1
1,1,1-Trichloroethane ND ug/L 5.0 1 12/27/13 08:59 71-55-6
1,1,2-Trichloroethane ND ug/L 5.0 1 12/27/13 08:59 79-00-5
Trichloroethene ND ug/L 5.0 1 12/27/13 08:59 79-01-6
Trichlorofluoromethane ND ug/L 5.0 1 12/27/13 08:59 75-69-4
1,2,3-Trichloropropane ND ug/L 5.0 1 12/27/13 08:59 96-18-4
1,1,2-Trichlorotrifluoroethane ND ug/L 5.0 1 12/27/13 08:59 76-13-1
Vinyl chloride 48.7 ug/L 2.0 1 12/27/13 13:42 75-01-4
mé&p-Xylene ND ug/L 5.0 1 12/27/13 08:59 179601-23-1
o-Xylene ND ug/L 5.0 1 12/27/13 08:59 95-47-6
Surrogates
Dibromofluoromethane (S) 101 %. 79-116 1 12/27/13 08:59 1868-53-7
4-Bromofluorobenzene (S) 88 %. 80-114 1 12/27/13 08:59 460-00-4
Toluene-d8 (S) 93 %. 81-110 1 12/27/13 08:59 2037-26-5
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Pace Angfgxrcgncce 66 Pace ArBya:ggncaa

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

QUALITY CONTROL DATA

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Project: West Vermont Street
Pace Project No.: 5091443
QC Batch: GCV/17529 Analysis Method: RSK 175 Modified

QC Batch Method:
Associated Lab Samples:

RSK 175 Modified

5091443002, 5091443003,
5091443010, 5091443011

Analysis Description:

RSK 175 HEADSPACE

5091443004, 5091443005, 5091443006, 5091443007, 5091443008, 5091443009,

METHOD BLANK:
Associated Lab Samples:

1030762

Matrix: Water

5091443002, 5091443003, 5091443004, 5091443005, 5091443006, 5091443007, 5091443008, 5091443009,
5091443010, 5091443011

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
Ethane ug/L ND 10.0 12/19/1316:17 N2
Ethene ug/L ND 10.0 12/19/1316:17 N2
Methane ug/L ND 10.0 12/19/1316:17 N2
LABORATORY CONTROL SAMPLE: 1030763
Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Ethane ug/L 1980 2020 102 70-130 N2
Ethene ug/L 2250 2130 95 70-130 N2
Methane ug/L 1980 2030 102 70-130 N2
SAMPLE DUPLICATE: 1030764
5091443008 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Ethane ug/L ND ND 20 N2
Ethene ug/L ND ND 20 N2
Methane ug/L ND ND 20 N2
SAMPLE DUPLICATE: 1030765
5091416002 Dup Max
Parameter Units Result Result RPD RPD Qualifiers
Ethane ug/L ND ND 20 N2
Ethene ug/L ND ND 20 N2
Methane ug/L ND ND 20 N2

Date: 12/27/2013 03:56 PM
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Pace Angfgxrcgncce 66 Pace ArBya:ggncaaz

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

QUALITY CONTROL DATA

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

Project: West Vermont Street

Pace Project No.: 5091443

QC Batch: MSV/60596 Analysis Method: EPA 8260
QC Batch Method:  EPA 8260 Analysis Description: 8260 MSV

Associated Lab Samples:

5091443009, 5091443010, 5091443011

5091443001, 5091443002, 5091443003, 5091443004, 5091443005, 5091443006, 5091443007, 5091443008,

METHOD BLANK:
Associated Lab Samples:

1033522

Matrix: Water

5091443009, 5091443010, 5091443011

5091443001, 5091443002, 5091443003, 5091443004, 5091443005, 5091443006, 5091443007, 5091443008,

Blank Reporting
Parameter Units Result Limit Analyzed Qualifiers
1,1,1-Trichloroethane ug/L ND 5.0 12/27/13 01:53
1,1,2,2-Tetrachloroethane ug/L ND 5.0 12/27/13 01:53
1,1,2-Trichloroethane ug/L ND 5.0 12/27/13 01:53
1,1,2-Trichlorotrifluoroethane ug/L ND 5.0 12/27/13 01:53
1,1-Dichloroethane ug/L ND 5.0 12/27/13 01:53
1,1-Dichloroethene ug/L ND 5.0 12/27/13 01:53
1,2,3-Trichlorobenzene ug/L ND 5.0 12/27/13 01:53
1,2,3-Trichloropropane ug/L ND 5.0 12/27/13 01:53
1,2,4-Trichlorobenzene ug/L ND 5.0 12/27/13 01:53
1,2-Dibromo-3-chloropropane ug/L ND 10.0 12/27/13 01:53
1,2-Dibromoethane (EDB) ug/L ND 5.0 12/27/13 01:53
1,2-Dichlorobenzene ug/L ND 5.0 12/27/13 01:53
1,2-Dichloroethane ug/L ND 5.0 12/27/13 01:53
1,2-Dichloropropane ug/L ND 5.0 12/27/13 01:53
1,3-Dichlorobenzene ug/L ND 5.0 12/27/13 01:53
1,4-Dichlorobenzene ug/L ND 5.0 12/27/13 01:53
1,4-Dioxane (p-Dioxane) ug/L ND 100 12/27/13 01:53 N2
2-Butanone (MEK) ug/L ND 25.0 12/27/13 01:53
2-Hexanone ug/L ND 25.0 12/27/13 01:53
4-Methyl-2-pentanone (MIBK) ug/L ND 25.0 12/27/13 01:53
Acetone ug/L ND 100 12/27/13 01:53
Benzene ug/L ND 5.0 12/27/13 01:53
Bromochloromethane ug/L ND 5.0 12/27/13 01:53
Bromodichloromethane ug/L ND 5.0 12/27/13 01:53
Bromoform ug/L ND 5.0 12/27/13 01:53
Bromomethane ug/L ND 5.0 12/27/13 01:53
Carbon disulfide ug/L ND 10.0 12/27/13 01:53
Carbon tetrachloride ug/L ND 5.0 12/27/13 01:53
Chlorobenzene ug/L ND 5.0 12/27/13 01:53
Chloroethane ug/L ND 5.0 12/27/13 01:53
Chloroform ug/L ND 5.0 12/27/13 01:53
Chloromethane ug/L ND 5.0 12/27/13 01:53
cis-1,2-Dichloroethene ug/L ND 5.0 12/27/13 01:53
cis-1,3-Dichloropropene ug/L ND 5.0 12/27/13 01:53
Cyclohexane ug/L ND 100 12/27/13 01:53 N2
Dibromochloromethane ug/L ND 5.0 12/27/13 01:53
Dichlorodifluoromethane ug/L ND 5.0 12/27/13 01:53
Ethylbenzene ug/L ND 5.0 12/27/13 01:53
Isopropylbenzene (Cumene) ug/L ND 5.0 12/27/13 01:53
mé&p-Xylene ug/L ND 5.0 12/27/13 01:53
Methyl acetate ug/L ND 50.0 12/27/13 01:53 N2
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Project:

Pace Project No.: 5091443

West Vermont Street

Pace Angfgxrcgncce 66 Pace ABM%.QS%

Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

QUALITY CONTROL DATA

7726 Moller Road

Indianapolis, IN 46268

(317)228-3100

METHOD BLANK: 1033522
Associated Lab Samples:

Matrix: Water

5091443009, 5091443010, 5091443011

5091443001, 5091443002, 5091443003, 5091443004, 5091443005, 5091443006, 5091443007, 5091443008,

Blank Reporting

Parameter Units Result Limit Analyzed Qualifiers
Methyl-tert-butyl ether ug/L ND 4.0 12/27/13 01:53
Methylcyclohexane ug/L ND 50.0 12/27/1301:53 N2
Methylene Chloride ug/L ND 5.0 12/27/13 01:53
o-Xylene ug/L ND 5.0 12/27/13 01:53
Styrene ug/L ND 5.0 12/27/13 01:53
Tetrachloroethene ug/L ND 5.0 12/27/13 01:53
Toluene ug/L ND 5.0 12/27/13 01:53
trans-1,2-Dichloroethene ug/L ND 5.0 12/27/13 01:53
trans-1,3-Dichloropropene ug/L ND 5.0 12/27/13 01:53
Trichloroethene ug/L ND 5.0 12/27/13 01:53
Trichlorofluoromethane ug/L ND 5.0 12/27/13 01:53
Vinyl chloride ug/L ND 2.0 12/27/13 01:53
4-Bromofluorobenzene (S) %. 87 80-114 12/27/13 01:53
Dibromofluoromethane (S) %. 101 79-116 12/27/13 01:53
Toluene-d8 (S) %. 91 81-110 12/27/13 01:53
LABORATORY CONTROL SAMPLE: 1033523

Spike LCS LCS % Rec

Parameter Units Conc. Result % Rec Limits
1,1,1-Trichloroethane ug/L 50 47.9 96 71-129
1,1,2,2-Tetrachloroethane ug/L 50 40.1 80 66-126
1,1,2-Trichloroethane ug/L 50 46.8 94 77-130
1,1,2-Trichlorotrifluoroethane ug/L 50 47.5 95 68-139
1,1-Dichloroethane ug/L 50 35.3 71 75-130 LO
1,1-Dichloroethene ug/L 50 46.9 94 68-127
1,2,3-Trichlorobenzene ug/L 50 60.4 121 70-130
1,2,3-Trichloropropane ug/L 50 454 91 58-142
1,2,4-Trichlorobenzene ug/L 50 52.8 106 68-131
1,2-Dibromo-3-chloropropane ug/L 50 46.2 92 64-124
1,2-Dibromoethane (EDB) ug/L 50 54.5 109 76-125
1,2-Dichlorobenzene ug/L 50 50.8 102 75-123
1,2-Dichloroethane ug/L 50 47.2 94 75-128
1,2-Dichloropropane ug/L 50 45.5 91 74-121
1,3-Dichlorobenzene ug/L 50 50.8 102 74-122
1,4-Dichlorobenzene ug/L 50 51.0 102 76-120
1,4-Dioxane (p-Dioxane) ug/L 1000 1060 106 50-150 N2
2-Butanone (MEK) ug/L 250 205 82 58-139
2-Hexanone ug/L 250 189 76 54-140
4-Methyl-2-pentanone (MIBK) ug/L 250 196 78 58-138
Acetone ug/L 250 260 104 49-150
Benzene ug/L 50 45.9 92 74-122
Bromochloromethane ug/L 50 41.8 84 63-132
Bromodichloromethane ug/L 50 57.9 116 62-136
Bromoform ug/L 50 48.2 96 44-134
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Pace Angfgxrcgncce 66 Pace ArBya:ggncasz

7726 Moller Road
Indianapolis, IN 46268

. 40 Not NELAP Accredited
/' _PaceAnalytical 1233 Dublin Road
www.pacelabs.com Columbus, OH 43215

(614)486-5421

QUALITY CONTROL DATA

Project: West Vermont Street
Pace Project No.: 5091443

(317)228-3100

LABORATORY CONTROL SAMPLE: 1033523

Spike LCS LCS % Rec
Parameter Units Conc. Result % Rec Limits Qualifiers
Bromomethane ug/L 50 15.8 32 22-181
Carbon disulfide ug/L 100 97.8 98 59-132
Carbon tetrachloride ug/L 50 44.4 89 56-137
Chlorobenzene ug/L 50 51.2 102 78-123
Chloroethane ug/L 50 40.2 80 60-144
Chloroform ug/L 50 51.6 103 78-126
Chloromethane ug/L 50 31.2 62 42-134
cis-1,2-Dichloroethene ug/L 50 54.9 110 75-122
cis-1,3-Dichloropropene ug/L 50 41.8 84 64-126
Cyclohexane ug/L 50 ND 76 62-119 N2
Dibromochloromethane ug/L 50 51.1 102 58-128
Dichlorodifluoromethane ug/L 50 44.0 88 35-181
Ethylbenzene ug/L 50 50.8 102 66-133
Isopropylbenzene (Cumene) ug/L 50 49.8 100 69-124
mé&p-Xylene ug/L 100 101 101 70-124
Methyl acetate ug/L 50 29.1J 58 10-142 N2
Methyl-tert-butyl ether ug/L 100 97.2 97 69-122
Methylcyclohexane ug/L 50 35.8J 72 63-130 N2
Methylene Chloride ug/L 50 52.8 106 68-132
0-Xylene ug/L 50 52.5 105 70-124
Styrene ug/L 50 55.0 110 74-126
Tetrachloroethene ug/L 50 54.5 109 69-130
Toluene ug/L 50 47.5 95 72-122
trans-1,2-Dichloroethene ug/L 50 45.7 91 72-124
trans-1,3-Dichloropropene ug/L 50 40.5 81 64-121
Trichloroethene ug/L 50 48.1 96 76-126
Trichlorofluoromethane ug/L 50 51.0 102 76-149
Vinyl chloride ug/L 50 36.0 72 59-126
4-Bromofluorobenzene (S) %. 88 80-114
Dibromofluoromethane (S) %. 104 79-116
Toluene-d8 (S) %. 92 81-110
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1033524 1033525
MS MSD
5091443008 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

1,1,1-Trichloroethane ug/L ND 50 50 47.1 45.0 94 90 60-138 5 20
1,1,2,2-Tetrachloroethane ug/L ND 50 50 35.2 35.1 70 70 55-128 0 20
1,1,2-Trichloroethane ug/L ND 50 50 42.3 41.2 85 82 61-139 3 20
1,1,2-Trichlorotrifluoroethane ug/L ND 50 50 51.4 44.0 103 88 55-1561 16 20
1,1-Dichloroethane ug/L ND 50 50 45.0 44.2 20 88 57-147 2 20
1,1-Dichloroethene ug/L ND 50 50 48.2 45.0 96 90 55-145 7 20
1,2,3-Trichlorobenzene ug/L ND 50 50 48.4 51.2 97 102 31-141 6 20
1,2,3-Trichloropropane ug/L ND 50 50 39.5 39.1 79 78 58-133 1 20
1,2,4-Trichlorobenzene ug/L ND 50 50 45.4 46.3 91 93 25-143 2 20
1,2-Dibromo-3-chloropropane ug/L ND 50 50 36.0 37.6 72 75 37-130 4 20
1,2-Dibromoethane (EDB) ug/L ND 50 50 47.9 48.3 96 97 63-129 1 20
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Pace Angfgxrcgncce 66 Pace ArBya:ggncaa:

Not NELAP Accredited 7726 Moller Road

1233 Dublin Road Indianapolis, IN 46268

Columbus, OH 43215 (317)228-3100
(614)486-5421

QUALITY CONTROL DATA

Project: West Vermont Street
Pace Project No.: 5091443
MATRIX SPIKE & MATRIX SPIKE DUPLICATE: 1033524 1033525
MS MSD
5091443008 Spike Spike MS MSD MS MSD % Rec Max
Parameter Units Result Conc. Conc. Result Result % Rec % Rec Limits RPD RPD Qual

1,2-Dichlorobenzene ug/L ND 50 50 46.5 44.9 93 90 38-136 3 20
1,2-Dichloroethane ug/L ND 50 50 435 42.2 87 84 62-138 3 20
1,2-Dichloropropane ug/L ND 50 50 42.8 41.6 86 83 59-130 3 20
1,3-Dichlorobenzene ug/L ND 50 50 48.1 46.0 96 92 28-141 4 20
1,4-Dichlorobenzene ug/L ND 50 50 46.8 45.6 94 91 30-139 3 20
1,4-Dioxane (p-Dioxane) ug/L ND 1000 1000 672 720 67 72  50-150 7 20 N2
2-Butanone (MEK) ug/L ND 250 250 156 160 62 64 37-156 2 20
2-Hexanone ug/L ND 250 250 148 149 59 60 44-143 1 20
4-Methyl-2-pentanone (MIBK) ug/L ND 250 250 157 160 63 64 46-144 2 20
Acetone ug/L ND 250 250 190 202 76 81 39-156 6 20
Benzene ug/L ND 50 50 44.0 43.0 88 86 62-129 2 20
Bromochloromethane ug/L ND 50 50 39.1 38.7 78 77 49-142 1 20
Bromodichloromethane ug/L ND 50 50 53.6 51.6 107 103 50-142 4 20
Bromoform ug/L ND 50 50 41.3 41.6 83 83 36-125 1 20
Bromomethane ug/L ND 50 50 16.4 21.2 33 42 13-179 25 20 R1
Carbon disulfide ug/L ND 100 100 98.2 92.4 98 92 45-142 6 20
Carbon tetrachloride ug/L ND 50 50 44.3 42.2 89 84 46-142 5 20
Chlorobenzene ug/L ND 50 50 48.5 46.9 97 94  49-136 3 20
Chloroethane ug/L ND 50 50 42.8 40.7 86 81 47-160 5 20
Chloroform ug/L ND 50 50 49.6 47.6 99 95 54-150 4 20
Chloromethane ug/L ND 50 50 325 30.3 65 61 30-148 7 20
cis-1,2-Dichloroethene ug/L ND 50 50 52.8 50.7 106 101 60-135 4 20
cis-1,3-Dichloropropene ug/L ND 50 50 38.0 36.2 76 72 52-123 5 20
Cyclohexane ug/L ND 50 50 ND ND 82 72 43-135 20 N2
Dibromochloromethane ug/L ND 50 50 46.2 45.4 92 91 48-125 2 20
Dichlorodifluoromethane ug/L ND 50 50 51.4 46.0 103 92 24-197 11 20
Ethylbenzene ug/L ND 50 50 47.4 46.3 95 93 28-153 2 20
Isopropylbenzene (Cumene) ug/L ND 50 50 48.8 46.0 98 92 18-152 6 20
mé&p-Xylene ug/L ND 100 100 96.6 92.2 97 92 29-145 5 20
Methyl acetate ug/L ND 50 50 ND ND 35 35 10-125 20 N2
Methyl-tert-butyl ether ug/L ND 100 100 81.7 81.0 82 81 63-130 1 20
Methylcyclohexane ug/L ND 50 50 38.1J 33.7J 76 67 32-155 20 N2
Methylene Chloride ug/L ND 50 50 46.6 44.8 93 90 45-156 4 20
o-Xylene ug/L ND 50 50 49.4 46.5 99 93 29-145 6 20
Styrene ug/L ND 50 50 52.4 48.9 105 98 36-139 7 20
Tetrachloroethene ug/L ND 50 50 53.6 50.4 107 101 33-151 6 20
Toluene ug/L ND 50 50 46.3 44.2 93 88 50-132 5 20
trans-1,2-Dichloroethene ug/L ND 50 50 44.1 42.8 88 86 40-153 3 20
trans-1,3-Dichloropropene ug/L ND 50 50 35.6 34.2 71 68 48-122 4 20
Trichloroethene ug/L ND 50 50 47.8 46.1 96 92 50-143 4 20
Trichlorofluoromethane ug/L ND 50 50 55.9 50.3 112 101 60-175 10 20
Vinyl chloride ug/L ND 50 50 39.3 36.1 79 72 44-145 8 20
4-Bromofluorobenzene (S) %. 920 90 80-114
Dibromofluoromethane (S) %. 105 108 79-116
Toluene-d8 (S) %. 94 94 81-110
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A I [ l® Not NELAP Accredited 7726 Moller Road
L ace na _thca 1233 Dublin Road Indianapolis, IN 46268
www.pacelabs.com Columbus, OH 43215 (317)228-3100

(614)486-5421

QUALIFIERS

Project: West Vermont Street
Pace Project No.: 5091443

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to changes in sample preparation, dilution of
the sample aliquot, or moisture content.
ND - Not Detected at or above adjusted reporting limit.

J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.

PRL - Pace Reporting Limit.

RL - Reporting Limit.

S - Surrogate

1,2-Diphenylhydrazine (8270 listed analyte) decomposes to Azobenzene.

Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)

MS(D) - Matrix Spike (Duplicate)

DUP - Sample Duplicate

RPD - Relative Percent Difference

NC - Not Calculable.

SG - Silica Gel - Clean-Up

U - Indicates the compound was analyzed for, but not detected.

N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270. The result reported for
each analyte is a combined concentration.

Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

ANALYTE QUALIFIERS

LO Analyte recovery in the laboratory control sample (LCS) was outside QC limits.
N2 The lab does not hold TNI accreditation for this parameter.
R1 RPD value was outside control limits.
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Not NELAP Accredited
1233 Dublin Road
Columbus, OH 43215
(614)486-5421

QUALITY CONTROL DATA CROSS REFERENCE TABLE

7726 Moller Road
Indianapolis, IN 46268
(317)228-3100

Project: West Vermont Street
Pace Project No.: 5091443

Analytical
Lab ID Sample ID QC Batch Method QC Batch Analytical Method Batch
5091443002 WVS-MWWES-05A-121613-GW RSK 175 Modified GCV/17529
5091443003 WVS-MWWES-05B-121613-GW RSK 175 Modified GCV/17529
5091443004 WVS-MWWES-05C-121613-GW RSK 175 Modified GCV/17529
5091443005 WVS-MWWES-02A-121713-GW RSK 175 Modified GCV/17529
5091443006 WVS-MWWES-02B-121713-GW RSK 175 Modified GCV/17529
5091443007 WVS-MWWES-02C-121713-GW RSK 175 Modified GCV/17529
5091443008 WVS-MWWES-01A-121713-GW RSK 175 Modified GCV/17529
5091443009 WVS-MWWES-01B-121713-GW RSK 175 Modified GCV/17529
5091443010 WVS-MWWES-01C-121713-GW RSK 175 Modified GCV/17529
5091443011 WVS-MWWES-DUP1-121713-GW RSK 175 Modified GCV/17529
5091443001 WVS-Tripblank1-121613 EPA 8260 MSV/60596
5091443002 WVS-MWWES-05A-121613-GW EPA 8260 MSV/60596
5091443003 WVS-MWWES-05B-121613-GW EPA 8260 MSV/60596
5091443004 WVS-MWWES-05C-121613-GW EPA 8260 MSV/60596
5091443005 WVS-MWWES-02A-121713-GW EPA 8260 MSV/60596
5091443006 WVS-MWWES-02B-121713-GW EPA 8260 MSV/60596
5091443007 WVS-MWWES-02C-121713-GW EPA 8260 MSV/60596
5091443008 WVS-MWWES-01A-121713-GW EPA 8260 MSV/60596
5091443009 WVS-MWWES-01B-121713-GW EPA 8260 MSV/60596
5091443010 WVS-MWWES-01C-121713-GW EPA 8260 MSV/60596
5091443011 WVS-MWWES-DUP1-121713-GW EPA 8260 MSV/60596
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CHAIN-OF-CUSTODY / Analytical Request Document

The Chain-of-Custody is a LEGAL DOCUMENT. All rélevant flelds must be completed accurately.

www.pacelabs.com M
Section A SectionB . Section C 74 FP"" of
Required Client Informatien: ~_Required Project Information: _Involes Information:
COANESTONV SocuTions [ | 1739690
AUSN W ACK B DE-. ‘izo x5 °°P>’T°r ~ [CompanyName: REGULATORY AGENCY - - o
| CHicato, 1o (00O A - fhaaress: T NPDES T GROUNDWATER I DRINKING WATER
éﬁ%/ﬂf%zwc(’c&f“elylmfmc Lo e [ UST [ ReRA [ OTHER
ne: wa’ Fax Project Name: W?S"' Ve/mm+ Sl'eeLocation] S ————— -
Requested Due Date/TAT: 'ProjectNumb@er : i
[sectonD “wacowe |2 lg]
Required Client [nformation .mlxrlgopg H g ~ COLLECTED B Preservatives ;
‘?v:,’na?gr—n:,wt:ter %TVV‘: | g E comPosITE COMPOSITE E ; % q\ -
Prid:ct ater P % g START END/GRAB g E’b % 4
) ~ Soll/Solid SL | g9 gl o ! I =
SAMPLE ID SVI?Ipe o <} e | & 5| ~W I g
(AZ,08/,) Ar AR |4 N E 2 x 2~ 5
‘ Sample IDs MUST BE UNIQUE  Tissue s |02 HERE o Wiy 5
- Other or |9|F E % g o|B| [ @i ‘-E S =
» 1F 413 (85 215(s| ElW[x E
: 1 HEL R HEmE 13|
E,; _1E|5 | owre | mwe | owe | mwe [B] = |S|F)E|2|2|2|S[5|S 2] |&] Pacs Project NoJ Lab LD. .
| WNS—Trighlankc] 127613 halG s — | [ Z X X 1 ~—:9m
L] WVS-mwwes~o5a 421 3=% 2L ) LI , ,
s | WVs-mwives—05R —1wI3=GW | liggz| | [t [ [IX ][ —m‘;
4 |WYS-mwwes-b5c—121e i3 6w e [lbod | XL | | —d
s WNS-mwineS~028-121313-6wW wlafsloeza] et 11 X L] —ygem
& [WVS-mwives— 028~ I HZ—EW o932 | | Gl [ [ (X =l D
7 loyS-mwues—028 - 2| H3 -G _|ioys 1 JjelllIX 1 | —p7 . il
[s]wvs-mwwes—pig—2i33-6w [ T[JT | [55] | [ || [ [[X | _—h
o [WNS -muiwig - 01 8- IZIFR-6W - Mie] 1 el ] IX] =9
10y S~-mWweSOI C-lUHR-6W I (1] | I5%5] el {1 x] | —ql0 ,
1 WUS-mwwes~ b\k?\'i?«\?ﬁl%“éfw_ Vil [—1 [ 11!l i _—~0u |1
E_% S* 'Rm—r 'V = — 7: — - - - . - - —— V - ’ — : ',,:V' ] ,:,; — iy v e — Gt ———T T:,,, e = ‘ - \ V' m
 ADDITIONAL COM! iR ;WjRELINQUISHEIBYIAIyLIATION ) pate |- TWE | . ACCEPTEDBY/AFR v - | pae | mmE |- SAMPLE CONDITIONS - o7]
[Vws /s> on —0d8 [P ot~ az/ﬁ//z/?é %G Wiy Coktd Pocx |Palalleyy ARSI Y | N
| (&) 3 ‘ ' l o
_ l 7 i
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A AL

ffﬁﬂﬂamn Client Name: [/ )0.555w Saludiio Project# 5D )YV S |

H
i

Courter: [] Fed Ex [JUPs [JusPs [¥cClient [commercial [Pace Other
Tracking #:

Custody Seal on Cooler/Box Present: [ ]yes m no Sealsintact [Jyes [ no

Date/Time 5035A kits
placed In freezer

Packing Material: [] Bubble Wrap = []Bubble Bags [ None Other

Thermometer Used 1 2@4 BABCDE Type of ice: (@ Blue None O Samples on ics, cooling process has begun
Cooler Temperature _ Q .5 0(, ice Visible in Sample Contalners: C1yes R4 ho
{Corvected, If applicable) Date and Inftials of
Temp should be above freezing to 6°C Comments: coments: ]
Chain of Custody Present: Nfes [INo [INAJ1.

Chain of Custody Filled Out;  Ygves Ono CiNAf2.

Chain of Custody Relinquished: - Yhves ONo DOnmls,

Sampler Name & Signature on COC: Aves ONo [INA |4,

Short Hold Time Analysis (<72hr): ’EIYes o Ona |5,

Rush Turn Around Time Reguested: _ Oves Bfo [CINA|S.

Contalners Intact: Kves Ono CINA7.

Sample Labels match COC: Qﬂ(es Ono Onva 8.

-Includes date/time/ID/Analysis

All containers needing acid/base pres. have been checked? ' .

9 P Oves ONo YANAJ9.  (cicl) HNO3  H2S804  NaOH HCl
jexcapiions: VYOA, coliform, TOC, O&G
All containers needing preservation are found to be In compliance with EPA
recommendation (<2, >9, >12) unless otherwise noted.
Headspace in VOA Vials (>6mm): . Oives Wlo Onia {10,

[

Trip Blank Present: Thes Ono Onal11,

Trip Bl_ank Ctod Seals Present

:

Samples Arrived within Hold Time: ! CINA

Sufficient Volume:; [ﬁ\(es One Inva |13,

Correct Containers Used: 7&2 Ono  CINA [14. .

Client Notification/ Resolution: Field Data Required? Y /| N
Person Contacted: » Date/Time:

Comments/ Resolution:

Project Manager Review:

. ) ;
Date: /dj///‘//—i ‘

Form F-IN-Q-290-rev.05, 10Sep2013 Page 35 of 36
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cLIENT: (o8 v Sl TTawo

Sample Container Count

co Analytical”
{ T
COC PAGE of
cocC ID# 1737 690 Project # 5—3 NLY3
Sample Line
Item DGOH AG1U WGFU AGOU R 4/6 BP2N BP2U BP2S BP3N BP3U BP3S AG3S AG1H H <2 pH>12 Comments
e
2o
3 (
4
5
6
7|\
s ||%
o |0
10
1 [N/
12
Container Codes )
DGYH| 40mL HCL amber voa vial | AGOU|100mL unpreserved amber gf BP1N| 1 liter HNO3 plastic DGYP| 40mL TSP amber vial
AG1U| 1liter unpreserved amber gid AG1H| 1 liter HCL amber glass BP1S| 1 liter H2S04 plastic DGYS| 40ml. H2S0O4 amber vial
WGFU| 4oz clear soil jar AG1S| 1 liter H2S0O4 amber glass | BP1U| 1 liter unpreserved plastic DG9T| 40mL Na Thio amber vial
R| terra core kit AG1T| 1 liter Na Thiosulfate amber { BP1Z| 1 liter NaOH, Zn, Ac DG9U| 40mL unpreserved amber vial
BP2N| 500mL HNO3 plastic AG2N] 500mL HNO3 amber glass | BP2A| 500mL NaOH, Asc Acid plastic 1| Wipe/Swab
BP2U| 500mL unpreserved plastic | AG2S| 500mlL H2S04 amber glass | BP20O| 500mL NaOH plastic JGFU| 40z unpreserved amber wide
BP2S| 500mL H2S04 plastic AG2U] 500mL unpreserved amber g BP2Z| 500mL NaOH, Zn Ac U| Summa Can
BP3N| 250mL HNO3 plastic AG3U| 250mL unpreserved amber AF |Air Filter , {1 VGOH| 40mL HCL clear vial
BP3U| 250mL unpreserved plastic | BG1H| 1 liter HCL clear glass BP3C| 250mL NaOH plastic VGOT| 40mL Na Thio. clear vial
BP3S| 250mL H2S04 plastic BG1S]| 1 liter H2804 clear glass BP3Z| 250mL NaOH, Zn Ac plastic VGOU| 40mL unpreserved clear vial
AG3S| 250mL H2S04 glass amber| BG1T| 1 liter Na Thiosulfate clear gl C| Air Cassettes ' VSG| Headspace septa vial & HCL
AG1S| 1 liter H2804 amber glass | BG1U] 1 liter unpreserved glass DG9B| 40mL Na Bisulfate amber vial WGFX| 40z wide jar w/hexane wipe
o BP1U| 1 liter unpreserved plastic | BP1A] 1 liter NaOH, Asc Acid plastiiDG9M] 40mL MeOH clear vial ZPLC| Ziploc Bag
- :
5 |
Q, i
]

F-IN-Q-270-rev.03,300ct2013

99 92Ud13}9Y

Ly obed



	5091443_frc.PDF
	Cover Letter
	Certifications
	Sample Summary
	Sample Analyte Count
	Analytical Results
	Quality Control Data
	Qualifiers
	Quality Control Data Cross Reference Table
	Chain of Custody




